Introduction: A basal-bolus insulin regimen is needed to achieve glycated hemoglobin A1c (HbA1c) below 7.0% in people with type 1 (T1D) or type 2 (T2D) diabetes who have significant loss of beta-cell function. Nonadherence to therapy is common and negatively affects the ability to reach treatment goals. We examined patient assessment of a new, wearable mealtime insulin-delivery system (patch) relative to their current mealtime insulin-delivery system (syringe, pen, or pump). The patch is designed to deliver only boluses of fast-acting insulin (no basal insulin), mechanically controlled by the patient. Methods: Adults (n = 101) with T1D or T2D assessed their current mealtime insulin-delivery system and then assessed simulated (no active
medication) patch use over a 3-day period. Participants evaluated mealtime insulin-delivery systems using eight measures from five domains (convenience, interference with daily activities, diabetes-related worry, psychological well-being, and overall satisfaction/preference) on the self-administered Insulin Delivery System Rating Questionnaire. User ratings of their current insulin-delivery systems (syringe, pen, pump) were compared with those for the patch by repeated measure analysis of variance and one-sample t tests. Results: Participants had significant (p\0.05) preference for patch over syringe in all eight comparisons, and over pen in five out of eight comparisons, with no significant preference for pen. Although there was a preference for patch over pump in six out of eight comparisons, only one showed a significant preference for patch, and one for pump. Significantly more participants reported that they would like to switch to the patch than continue using a syringe (78% vs 22%) or pen (76% vs 24%) but this difference was not significant for the group using a pump (52% vs 48%). Conclusions: Participants preferred using the patch over pens and syringes. Its ease of use and discreet method of insulin delivery may contribute to improved patient adherence to mealtime insulin regimens among people currently using injection devices. Funding: Calibra Medical
INTRODUCTION
Current clinical practice guidelines by the American Diabetes Association, the European Association for the Study of Diabetes, and Canadian Diabetes Association recommend a goal of glycated hemoglobin A1c (HbA1c) of less than 7.0% for most people with diabetes [1] [2] [3] . This goal is based on the findings of the Diabetes Control and Complications Trial in type 1 diabetes (T1D) [4] and the UK Prospective Diabetes Study in type 2 diabetes (T2D) [5] , which report that better glycemic control leads to a lower risk of onset or progression of both microand macrovascular complications. The curvilinear relationship between the microvascular complication rate and HbA1c was almost ''flat'' in individuals with HbA1c close to 7.0% [5] .
In people without diabetes, glucose homeostasis is attained and maintained by several physiological mechanisms, including continuous basal insulin secretion complemented by prandial insulin peaks when glucose rises after a meal. To achieve glycemic goal, people with T1D need a basal-mealtime insulin regimen, which can be implemented via multiple daily injections (MDI) or continuous subcutaneous insulin infusion (CSII). A basal-mealtime insulin regimen is also often needed to achieve glycemic goal in people with T2D when they develop significant insulin deficiency with progressive loss of beta-cell function.
An estimated 30% of people with T2D use insulin, either as monotherapy or in combination with oral antihyperglycemic medications to manage their glycemic control [6] . Studies show that insulin therapy is initiated in less than 50% of people with T2D for whom it is recommended. If insulin treatment is initiated, one-third of people with T2D do not continue with it long term [7, 8] , and even when treatment is continued, more than half of people with diabetes miss injections, with 20% admitting to regular omissions of insulin doses [9] . Basal insulin, often taken as a once-a-day injection in the privacy of home during the evening, is less of the barrier to insulin therapy than MDI mealtime insulin [10] . Barriers to MDI adherence include, but are not limited to, the need for multiple injections daily, difficulties associated with insulin administration, lack of discreetness, fear of injection-associated pain, and availability of insulin when needed [11] [12] [13] .
In the past decade, approximately 60% of people with diabetes taking insulin did not achieve the proposed glycemic goals [14] . In people with T2D, the prandial insulin response is delayed and blunted, which contributes to postprandial hyperglycemia [15] [16] [17] [18] . The closer people with well-controlled T2D are to achieving the HbA1c goal of 7.0%, the more important it becomes to control prandial glucose excursions [19] .
However, initiating mealtime insulin and the anticipation of frequent insulin dosing can feel overwhelming to patients. Therefore, there is a need for discreet and easy-to-use insulin delivery systems. Advances have been made in the development of a variety of tools to help patients overcome barriers and simplify insulin delivery, ranging from smaller-gauge needles to minimize injection pain to pre-filled and pre-mixed insulin pens, insulin jet injectors using pressurized air instead of needles to penetrate the skin, insulin pumps to continuously deliver insulin throughout the day, insulin patch-pumps worn attached to the skin for subcutaneous insulin delivery, and a wearable insulin delivery device for on-demand delivery of prandial insulin [20] .
Here we discuss a wearable mealtime insulindelivery system (Calibra Medical, Inc., Wayne, PA, USA; in this report referred to as ''the patch'') that provides a simple, reliable, and discreet option for mealtime insulin delivery. It can be worn on the body for up to 3 days and offers ondemand mealtime insulin for people with diabetes. Insulin is delivered via a subcutaneous cannula that is inserted as the device is applied, which means that the skin is penetrated only once every 3 days rather than multiple times per day, as with mealtime insulin administration via traditional syringe or pen MDI delivery methods.
Similar wearable devices, such as the Omnipod Ò Insulin Management System (Insulet Corp, Bedford, MA, USA), V-Go TM (Valeritas, Inc., Bridgewater, NJ, USA), or PAQ (CeQur TM , Montreux, Switzerland), were designed to deliver both basal and bolus insulin doses. Unlike the Calibra patch for bolus insulin delivery (which is completely mechanical and does not require batteries) these other patch-pumps are managed by external controllers or predetermined settings for basal insulin delivery [21] . The aim of this study was to assess user perception, satisfaction, and preferences for their current method of mealtime insulin delivery (syringe, pen, or pump) compared with simulated use (no active medication) of the patch during a 3-day period, using a validated self-report questionnaire.
METHODS

Study Design
The study was conducted from 2007 through 2010 at three research centers (Redwood City, CA, USA; Seattle, WA, USA; Orlando, FL, USA). Each participant evaluated the patch after a simulated-use trial period of 3 days at home. They used the patch with sterile diluent only, and in parallel with their usual device for actual mealtime insulin delivery. The Insulin Delivery System Rating Questionnaire (IDSRQ) [22] was administered prior to and after simulated patch use, with the initial administration used to rate the participants' current mealtime insulin-delivery system and the latter used to rate the patch.
The study was approved by the BioMedical Research Institute of America Institutional Review Board (San Diego, CA, USA). All procedures followed were in accordance with the ethical standards of the appropriate committees on human experimentation (institutional and national) and with the Helsinki Declaration of 1964. Informed consent was obtained from all patients for inclusion in the study. All participants provided written informed consent prior to study participation.
Participants
Participants eligible for the study were 18--85 years of age and had a pre-existing diagnosis of either T1D or T2D. Furthermore, they were required to already use a basal-bolus insulin regimen with a minimum of one basal insulin injection and two mealtime insulin injections per day using syringe or pen, or were on a CSII regimen (insulin pump). Participants were excluded if they were currently employed by a research firm or were working in the medical industry.
Study Device
The mealtime insulin-delivery system is a small patch (65 9 35 9 8 mm) that can be worn on the body for up to 3 days (Fig. 1 (Novo Nordisk Inc., Plainsboro, NJ, USA). The patch holds up to 200 units of rapid-acting insulin (at 100 units/mL) that are manually administered in increments of 2 units by pressing buttons located on each side of the device. The buttons can be operated through clothing. Mealtime insulin is delivered subcutaneously. After the two buttons are simultaneously pressed, a mechanically timed sequence delivers insulin from the reservoir through a soft polymer cannula into the body (Fig. 2) . A built-in alarm (locked buttons) will alert the user if no insulin has been delivered.
Participant Training for Use of the Study Device
Prior to the simulated-use period, participants received training by a human-factors engineer (''the trainer''), who followed a training protocol developed with a diabetes educator. Patients were trained following the step-by-step instructions outlined in the standard mealtime insulin-delivery system quick-start guide that is provided with the product. After this demonstration, participants completed a comprehension test of the instructions for the tasks of opening the packaging, filling the device, priming the device, applying the device, dosing, and removing the device in an open-book test format. Participants then conducted a practice setup and use demonstration under supervision of the trainer and were asked a series of questions to ensure their understanding and safe use of the patch at home. In addition, all Fig. 1 The wearable on-demand mealtime insulin-delivery system (patch). a The mealtime insulin-delivery patch (Calibra Medical, Inc., Wayne, PA, USA) can be worn for up to 3 days. Mealtime insulin can be dosed discreetly b through clothing by actuating the buttons on both sides of the patch, c which measures no more than 65 9 35 9 8 mm Fig. 2 Schematic of the patch. The mechanically timed sequence ensures that the reservoir feature is never directly connected to the user. Sequence: (1) Both the pump and valve button are ' 'out' '. (2) Pressing the valve button disconnects the insulin reservoir and opens the pathway to the cannula. (3) Consequently, the pump button depresses, delivering a 2-unit dose. (4) When releasing the buttons, the valve button first returns into the ' 'out' ' position, closing the pathway to the cannula and reconnecting the insulin reservoir. (5) Finally, the pump button releases and simultaneously draws the next dose from the insulin reservoir. This sequence is repeated for each subsequent dosing participants received the standard mealtime insulin-delivery system user guide (provided with the product) containing complete instructions, including all warnings, frequently asked questions, and troubleshooting tips. Participants were advised to carefully read the user guide before beginning to use the patch.
Analytical Measures
The IDSRQ [22] was used to assess participant self-reported satisfaction with the insulin-delivery system before and after wearing the patch. Participants rated the systems on eight measures in five domains: convenience, interference of treatment with daily activities, diabetes-related worries, psychological well-being (positive and negative), and treatment system satisfaction/ preference (overall satisfaction, compare, switch). The treatment-efficacy subscale was not assessed as respondents did not use the study device to administer insulin to control blood glucose. For the same reason, items related to worry about the efficacy of the insulin-delivery systems were excluded from the measure of diabetes-related worries. Finally, the item regarding cost of the insulin-delivery system was excluded from the convenience measure as there was no cost for simulated use of the study device.
The IDSRQ response options were ordinal scales from 1 to 4 or 1 to 5 and summary measures were calculated as the mean of the items completed for four multi-item subscales (convenience, interference of treatment with daily activities, positive well-being, negative well-being). All IDSRQ measures were converted to scores of 0-100 using standard arithmetic procedure and the small number of missing values was handled as described by Peyrot and Rubin to minimize loss of cases [22] .
Two IDSRQ items asked respondents to rate the patch relative to their current treatment system, and therefore were asked only once, after the participant had completed the simulated use of the patch. The first item (compare) was an overall comparison with five response options: 100, ''new much better''; 75, ''new a bit better''; 50, ''both about the same''; 25, ''current a bit better''; 0, ''current much better.'' The second item (switch) asked if the participant would like to switch to the patch with four response options: 100, ''definitely yes''; 66.67, ''probably yes''; 33.33, ''probably not''; 0, ''definitely not.''
Statistical Analysis
Scores on the six IDSRQ measures of convenience, interference of treatment with daily activities, diabetes-related worry, positive wellbeing, negative well-being, and overall treatment-system satisfaction were analyzed by repeated measures ANOVA comparing ratings of the patch with the ratings of respondents' current mealtime treatment system for those who used either (1) syringe, (2) pen, or (3) pump. Pooled ratings of the patch are reported for all participants; scores for those using each of the current devices are reported as mean [standard error (SE)] of the deviation from the score for the patch (derived separately for respondents who used each particular current device); scores less than zero indicate that the current mealtime insulin-delivery device received a lower score. Effect size was used to show the quantitative strength of each comparison and was calculated as the difference between the means of patch and current device divided by the SD for the rating of the patch by all participants (Cohen'
is considered a medium effect, and d = 0.8 is considered a large effect [23] . Thus, if two means differ by no more than 0.2 SD, in the absence of objective criteria for assessing the difference it can be concluded that the difference is trivial even if it is statistically significant. If the difference is greater than 0.2 SD, it can be considered a nontrivial change even if it is not statistically significant (i.e., because of a lack of statistical power). An effect size of d = 0.5 has been proposed to represent the minimum detectable difference (MDD), a change that is considered recognizable to a careful observer; this concept parallels that of a clinically meaningful difference (CMD) and can be used when there are no objective criteria for assessing CMD [24] .
One-sample t tests were used to analyze the two IDSRQ items that asked respondents to rate the patch relative to their current treatment system; deviation of the mean from the midpoint of the item scores was assessed for each of the different current devices (a value of 50 representing equivalence of the patch with the current device).
Two sets of ancillary analyses were performed to identify potential correlates to overall satisfaction with the patch (the latter measure was chosen since it is the summary outcome measure that does not require splitting the sample into subsets, which reduces the number of cases to the point at which correlational analysis is inappropriate). The analyses examined associations between overall satisfaction and (1) all patient characteristics and (2) all domain-specific IDSRQ measures. Preliminary analyses estimated bivariate correlations; if multiple significant correlates were observed, multiple regression analysis was conducted to determine which factors had significant independent associations with overall satisfaction with the patch.
Statistical significance for all analyses was defined as p B 0.05, two-tailed.
RESULTS
Study Population
A total of 101 participants completed the IDSRQ prior to and after simulated use of the patch. Baseline characteristics are summarized in Table 1 . The study population primarily comprised patients with T1D (71%) and individuals of middle age (mean age 46 years). The mean duration of insulin use was 20 years. Most patients used a syringe (n = 49), with the remainder divided between pens (n = 22) and CSII (n = 28).
Perceptions of Devices
The four multi-item composite IDSRQ measures all exhibited adequate reliability ([0.70) for the ratings of both the current treatment system and the patch: convenience (Cronbach's a = 0.90/ 0.94), interference of treatment with daily activities (a = 0.74/0.77), positive well-being (a = 0.77/ 0.81), and negative well-being (a = 0.78/0.77). Table 2 reports the results for comparisons of the patch with participants' current mealtime insulin-delivery system. Participants significantly favored the patch over syringe on all eight comparisons (p\0.05), with effect size ranging from 1.49 to 0.41 (median d = 0.70). Participants significantly favored patch over pen for five of eight comparisons (convenience, positive and negative well-being, overall comparison and preference), with no comparisons favoring the pen (effect size ranging from 0.72 to 0.27, median d = 0.47). Although the patch was favored over the pump on six of eight comparisons, only one significantly favored the patch (negative wellbeing) and one significantly favored the pump (overall comparison); effect size ranged from 0.65 to -0.51 (median d = 0.24).
Significantly more participants reported that the patch was better overall vs their current system for syringe (n = 37 vs n = 8) and pen (n = 13 vs n = 4), but the opposite was true for the pump (n = 6 vs n = 18). Significantly more participants reported that they would like to switch to the patch than continue using syringe (n = 37 vs n = 10) or pen (n = 16 vs n = 5), but the difference was not significant for the pump (n = 14 vs n = 13).
Ancillary Analyses
The analysis examining associations between overall satisfaction and all patient characteristics showed that none were significantly related to overall satisfaction with the patch. The second ancillary analysis showed that four of the five domain-specific IDSRQ measures (all except worry) were related (p\0.01) with the expected sign to overall satisfaction with the patch; the absolute value of the five correlations ranged from 0.17 to 0.59, with a median of 0.27. When all variables were entered into a stepwise regression analysis, only one (convenience) had an independent association (r-squared = 0.34, p\0.001).
DISCUSSION
The patch was well received by the study participants, with only one of 24 comparisons showing a significant advantage for their current insulin treatment system, specifically the pump, possibly because of the participants' established active approaches to their diabetes self-care [25] . After 3 days of simulated patch use, 58% of syringe or pen users reported that, in terms of overall satisfaction, the patch was better than their current injection system and 12% indicated it was equal to their current injection system. By contrast, 64% of pump users reported that the pump was better overall and 14% indicated it was equal to their current system. Most participants (71%) reported that they would like to switch to the patch, primarily in preference to syringe and pen.
Patch use resulted in significantly more favorable participant responses for most summary scales when compared with the user's current injection device and was similar to the current insulin-delivery system for all but one of the other comparisons. This reflects findings of a real-life study into the use of this device in people with T1D and T2D [11] . Participants currently using an insulin pen or injecting insulin via a syringe had a more favorable assessment of the patch, indicating a possible preference for an alternative system that does not require multiple daily needle insertions for mealtime insulin.
These favorable responses to the patch may have substantial implications for patient treatment adherence. For people with diabetes, barriers to insulin therapy adherence include the perception that insulin therapy is complicated, fear of hypoglycemia, weight gain, and multiple injections, and the perception that insulin therapy significantly restricts a normal lifestyle [9, 26] . However, the use of a device that would facilitate discreet insulin delivery and reduce the number of needle-skin penetrations may offer a solution to some of these barriers [27] [28] [29] [30] [31] . Compared with traditional MDI insulin regimens, an individual (eating three meals a day) using the patch can potentially decrease the number of mealtime device needle-skin penetrations over 3 days from nine (or more) to one.
This study did not assess objective glucose control or perceived clinical efficacy; however, greater treatment satisfaction (as reported in Insulin pump 28 (28) Duration of use of current device, years 11 ± 11 Values are shown as mean ± SD (range), unless indicated otherwise SD standard deviation, T1D type 1 diabetes, T2D type 2 diabetes a May not sum to 100% because of rounding b May not sum to 100% because of missing values this study) has been associated with better glycemic outcomes [32] . In addition, a clinical study by Bohannon et al. [11] reported that participants using the study device had equivalent mean daily blood glucose and significantly less glycemic variability when compared with using their pen or syringe. The safety profile of this patch has been shown to be similar to currently available injection devices for mealtime insulin [11] . Current literature indicates that more user-friendly and safe-to-use devices, such as insulin pens or pumps, can lead to improved treatment satisfaction and glycemic control compared with using a syringe for insulin delivery [28, 30] . This study had several limitations. The use of the patch was simulated; this might create bias toward less favorable patient-reported outcomes because participants, in addition to using the patch, also had to perform insulin administration with their existing mealtime insulin-delivery system. Furthermore, the short duration (3 days) of simulated use did not allow for conclusions regarding long-term patient-reported outcomes to be made. In addition, only user evaluation data was collected, so it was not possible to clinically determine whether use of the patch would impact medication adherence or glucose control.
The study cohort was modest in size, but for the comparison between the current insulindelivery device and the patch, only one effect size larger than the MDD did not reach significance (d = 0.51, p = ns), and some effect sizes less than MDD did reach significance (e.g., d = 0.51, p[0.001). This suggests that sample size was not a problem, as meaningful differences in patient-reported outcomes should be recognizable by those making the ratings. Patient characteristics were not significantly correlated with the key rating of the patch, suggesting that observed perceptions of the study device are robust and it was unnecessary for our analysis to control for case-mix variables. However, future research should examine the degree to which patient characteristics, It also is worth noting that the device is currently labeled to be worn on the abdomen. In addition, although the age distribution of participants in this study was 18-85 years, the device is currently labeled for use by patients over 21 years of age.
Physicians may be reluctant to initiate or intensify insulin treatment in people with T2D despite recognizing the need for it (a phenomenon known as ''clinical inertia''). Physicians are concerned that patients will be unable to follow the insulin-treatment regimen [33] . There is also a concern that training people with diabetes to properly calculate insulin doses and administer insulin correctly is too complicated and time-consuming [34] . Future studies should examine physicians' reactions to the study device to determine whether the use of a system that is discreet to wear and use and requires fewer daily needle-skin penetrations might have an impact on prescribing behaviors and reduce clinical inertia.
CONCLUSIONS
The patch evaluated here is a small and easy-touse device that allows for discreet delivery of mealtime insulin. While the system does not eliminate the need for daily basal-insulin injections, it is intended to assist in mealtime dosing by providing an alternative to the multiple daily injections required with syringe or pen devices. Rather than having to penetrate the skin multiple times per day, application of the patch requires only one skin penetration every 3 days. Given that a mealtime dose of insulin from this device is not associated with a needle-skin penetration, use of the patch may help increase patient adherence to multipledaily-insulin-injection regimens, not only because of user satisfaction with the patch but also reductions in the patient burden associated with MDI. Use of this patch may lead to better control of prandial hyperglycemic excursions and improved HbA1c in those people with diabetes who miss mealtime insulin injections with pen or syringe. Research is needed to examine this possibility.
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